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Dear M. Dennis:

(Vo)
The suggested anendnents that were discussed in your 23 September’
1992 letter will be a welcome revision to the CDRH requirements. &
They should conpliment the recent changes to the |EC 825 docunent
an? thus nove toward ﬁchievipg theI oa]dof one common set of |[aser
safety requirenents that a wor | d- wi de. i
CDRH ¥o hgrnnnization of s?gngards and the dg Fc§¥VHH‘JF”Fho%E the
involved in this effort are greatly appreciated.

(INVET N

There are a few items which require clarification, and the follow ng
coments are provided to match the item nunbers in your letter

3. Su%?est to clarify the 16th line as follows: “However, for
products for which long-tern V|emna% or exposure is". [to
differentiate between ﬁroducts in which viewing or exposure
woul d only occur for short periods]

It is assumed that products which emt in the near-IrR range and
are, in effect, classified on the basis of 100 s would continue
to be so classified, even if they are general purpose products.

Surveying |lasers should not be included in the category wth

| aboratory | aser systems for a 10,000 s classification period,
as theY are not intended to be viewed for long durations. pgq
it would help to clarify the proposal to add “general ’
construction” to the applications |listed for use with the
shorter classification tine.

5. This change should be included only if the change to reduce the
time period for classification in item3 is also made. |f this
change was made w thout reducing the tine period for classifi-
cat ion, the result would be a |owering of the allowable power
for sonme products and an inconsistency with the 1EC 825

standar d.

Su%?est to revise the first sentence: “.. .aEL of Class | for
products wth spann|n? or repetitively pulsed outputs.” [to
clarify that this would apply also to scanning products] C
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9. It would be helpful to clarify that condition 1) in the fifth
line refers only to Class IIra radiation that is emtted out,
not just any radiation level [if that is the intent of the ~
proposal] . It should be noted that this condition goes beyond
the interlock regquirements i n Anmendnent 2 to IEC-825.

11. This would appear to require the indicator to be on only when an
aperture is actually emtting energﬁ. That goes beyond the
requi renent in IEC Anendment 2 which requires only yhat t he
i ndi cator show when an aperture could be enmtting energy. There
was concern expressed during the drafting of the 1EC amendments
[ Ref: 76(Kcbe/Uk)21] that an indicator that is lit only when
there is energy being emtted out of an aperture would be
deficuIt to Inplenent and may not provide additional safety for
the user.

13. The acceptance of 1EC labels will ease the burden on

manuf act urers. | share the concern, however, that the
differences in neasurenent criteria for classification between

the 1EC and CDRH standards may cause problems and confusion
Perhaps this can be addressed in the third set of amendnents to

the | EC st andard.

15. This is an excellent suggestion. Hopefully the effort that is
underway for the third set of amendnents to IEC 825 will result
in sinmplified wording and/or synbols that can be incorporated
into the Cord | aser performance standard.

In closing, | wish to enphasize the desirability of these changes
and to express a wish for an accelerated review and approval process
to mnimze the time that manufacturers must continue to deal wth
conflicting sets of requirenents.

If you would like any clarification on these conments, please
contact nmne.

Yours truly,

Bob Wi ner, President
VEI NER ASSCOCI ATES
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